
20
slpm

Zero air
UN1002
79.5 % nitrogen
20.5 % oxygen

Cal gas mix
UN1956

1850 ppb CH4
500 ppb C2H6
328 ppb N2O

500 ppb CO
400 ppm CO2

Fill zero air

2 um filter
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Sample exhaust
(aircraft cabin)

Manual valve

F G

Power inverter
28VDC – 230VAC 50Hz

DC brushless controller
w/ inrush current limit

Aircraft DC source
28VDC

Gas flow
Electric connection
Coolant flow
Data

 E

Sample inlet

p2: ~22psig

90psig

p2: ~22psig

90psig

A

A: 1/4 in. PFA tubing
B: 3/8 in. PFA tubing
C: Pressure regulator (two-stage)
D: Fast-acting pressure-relief valve air
E: Pressure controller
F: Mass flow controller
G: Mass flow controller
H: Mass flow meter

B

A

C

D

H

Aircraft DC source
28VDC
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