
 

 

 

 

Effect of Altitude on NO Reference Source Output
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NO set point 
(ppb) 

Meas. NO, ppb 
Boulder 

Meas. NO, ppb 
Fritz Peak 

0 0.2 ± 2.5 0.1 ± 4.4 

50 51.8 ± 4.2 49.2 ± 5.7 

100 100.8 ± 2.6 95.8 ± 4.8 

150 147.3 ± 3.2 145.6 ± 3.5 

200 200.5 ± 3.8 192.5 ± 5.0 

 




