
Palas AGK 2000 
Nebulizer

• Reservoir with 500 ml 
Ringer 1:4 solution

• Airflow of 3l/min

• Pressure at 0.7-1.1 bar 

Magnetic Stirrer

• Continuous at 150 rpm

Aerosol	transfer	
tubing

Rapid-E’s	inlet

Original 
Rapid-E 
module

Nebulizer’s	outlet

Tubing		with	mirrors	to	
redirect	UV-laser	beam

ONDA	NS	Q-Switched	
DPSS	266	nm	laser

New laser 
module

80% 36A

ONDA	QS	controller


