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Abstract

Chlorine monoxide (ClO) is the key species for anthropogenic ozone loss in the middle atmo-
sphere. We observed the ClO diurnal variation using the Superconducting Submillimeter-Wave
Limb-Emission Sounder (SMILES) on the International Space Station, which has a non-sun-
synchronous orbit. This is the first global observation of the ClO diurnal variation from the
stratosphere up to the mesosphere. The observation of mesospheric ClO was possible due to
the 10–20 times better signal-to-noise (S/N) ratio of the spectra than those of past or ongo-
ing microwave/submillimeter-wave limb-emission sounders. We performed a quantitative error
analysis for the strato- and mesospheric ClO from the Level-2 research (L2r) product version
2.1.5 taking into account all possible contributions of error, i.e., errors due to spectrum noise,
smoothing and uncertainties in the radiative transfer model, and instrument functions. The
SMILES L2r v2.1.5 ClO data were useful over the range from 0.01 and 100 hPa with a to-
tal error estimate of 10–30 pptv (about 10 %) when averaging 100 profiles. The SMILES ClO
vertical resolution was 3–5 km and 5–8 km for the stratosphere and mesosphere, respectively.
The SMILES observation reproduced diurnal variations of stratospheric ClO, with peak values
at midday, observed previously by the Microwave Limb Sounder on the Upper Atmosphere
Research Satellite (UARS/MLS). Mesospheric ClO has demonstrated the opposite diurnal be-
havior, with nighttime values larger than the daytime values. A ClO enhancement of about
100 pptv was observed at 0.02 to 0.01 hPa (about 70–80 km) for 50◦ N–65◦ N from January–
February 2010. The performance of SMILES ClO observations opens up new opportunities to
investigate ClO up to the mesopause.

1 Introduction

Chlorine monoxide (ClO) is the primary form of reactive chlorine and a key intermediate for
ozone loss. The partitioning of the reactive and reservoir forms of the halogen species modu-
lates the destruction of ozone. Chemical ozone loss is mostly controlled by the spatio-temporal
distribution of active halogens. For example,ClO activation on surfaces of polar stratospheric
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cloud due to low temperatures produced the strong Arctic ozone depletion during the winter
of 2010/2011 (Manney et al., 2011). Microwave spectroscopic remote sensing from space is
one of the best methods of obtaining the globalClO distribution in the Earth’s middle atmo-
sphere. There have been four satellite instruments so far that enable theClO global distribution
to be observed. The first satellite observation ofClO was accomplished by the Microwave
Limb Sounder (MLS) on board the Upper Atmosphere Research Satellite (UARS), which was
launched by NASA in 1991 (Waters et al., 1993); the UARS/MLS measured theClO transi-
tion at 204.4 GHz. The Sub-millimetre Radiometer on board the Odin satellite (Odin/SMR)
was launched in February 2001 and has been observingClO using the transition at 501.3 GHz
(Murtagh et al., 2002). Aura/MLS was launched in 2004 and has been observingClO using
the transition at 649.4 GHz (Waters et al., 2006). The Superconducting Submillimeter-Wave
Limb-Emission Sounder (SMILES) also observedClO using the same transition as Aura/MLS
but with much more sensitive technology. SMILES made observations from the Japanese Ex-
periment Module (JEM) of the International Space Station (ISS) between October 12, 2009 and
April 21, 2010 (Kikuchi et al., 2010).

The SMILES observations were notable in that they were (1) the first passive observations
of the Earth’s atmosphere with a sensitive 4-K submillimeter-wave receiver and (2) the most
sensitive observations of short-lived atmospheric species with diurnal variations, which were
achieved by the non-sun-synchronous orbit of the ISS.

The SMILES instrument employs superconductor-insulator-superconductor (SIS) mixers
cooled at about 4 K and high-electron-mobility-transistor (HEMT) amplifiers at 20 and 100 K.
The receiver system achieves a low system noise temperature (Tsys) of about 350 K and a signal-
to-noise (S/N) ratio of about 50 for stratosphericClO at mid-latitudes for a single-scan spec-
trum. Tsys achieved with receiver systems using conventional Schottky diodes is about 3000–
6000 K in the 500–600 GHz region for passive satellite observations. The SMILES target
species areO3,ClO,H35Cl,H37Cl,O3 isotopomers,BrO,HO2,HOCl,CH3CN andHNO3 in
the stratosphere and mesosphere, as well asH2O and ice clouds in the upper troposphere/lower
stratosphere. SMILES has three observation frequency bands of band A (624.32–625.52 GHz),
band B (625.12–626.32 GHz) and band C (649.12–650.32 GHz). TheClO transitions observed
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by using SMILES in the ground ro-vibronic state (Λ-type doubling,J = 35/2−33/2) are lo-
cated at 649.445 and 649.451 GHz in band C (Fig. 1). Two of the three frequency bands were
used simultaneously, as in simultaneous observations using bands A and B, bands B and C, or
bands C and A, since SMILES had two spectrometers. About 70 % of all observations were
for band C. The SMILES instrument observed the Earth’s limb from the JEM/ISS at an altitude
of 330–370 km. The latitudes covered by SMILES observations were normally 38◦ S–65◦ N.
About 1600 points were observed daily by SMILES. The SMILES antenna limb scans were
normally performed from 0 to 100 km.

We quantitatively evaluated the total error in theClO observations taking into account all
known contributions of error, i.e., errors due to spectrum noise, smoothing, and uncertainties in
the radiative transfer model and instrument functions. The error due to inaccuracy in spectrum
calibration was also evaluated. The uncertainties were conservatively determined based on
the laboratory and in-orbit measurements made by the SMILES mission team for the Level-2
research (L2r) product version 2.1.5. Sect 2 describes all sources of error considered in this
study and methods of calculating the errors in the SMILESClO observations. In Sect 3, we
describe the results of the error analysis. Sect 4 describes the diurnal variations observed by
SMILES. StratosphericClO diurnal variations observed by SMILES are compared to those
observed by UARS/MLS. The diurnal variation of mesosphericClO up to 80 km is observed by
SMILES for the first time from space.

The retrieval algorithm of L2r version 2.1.5 is optimized for the middle stratosphere up to
mesosphere. We focus onClO in the middle stratosphere and mesosphere at the equator and
mid-latitude regions. A polar enhancedClO at lower stratosphere is not discussed in this paper.
Several issues for retrieval at lower stratosphere are planned to be improved in the next version
of L2r product.

2 Method of characterizing error

We have performed an error analysis for volume mixing ratio (VMR) profile ofClO using
a single-scan spectrum. The error in theClO profile resulted from spectrum statistics noise but
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also from inaccuracy in spectrum synthesis using the forward model and spectrum calibration.

2.1 Uncertainties in synthesized and observed spectra

2.1.1 Calculation of radiative transfer

We used the Advanced Model for Atmospheric Tera Hertz Radiation Analysis and Simulation
(AMATERASU) (Baron et al., 2008) for the clear-sky radiative transfer calculations and in-
strument functions, which was also used for the calculation of L2r version 2.1.5 (Baron et al.,
2011). The details on the forward model calculations are described in Urban et al. (2004). The
radiance intensity at frequencyν is calculated using the total absorption coefficientkν .

kν(s)=
∑
p,q

ρp(s)Jq
νq(T )

ν

νq
fν(νq,wq)+kcontν (s) , (1)

wheres is the line-of-sight,ρp(s) is the number density of speciesp, νq is the frequency of
transition q,Jq

νq(T ) is the line intensity of transitionq at temperatureT , fν(νq,wq) is the line
shape function for transitionq, wq is the line width of transition q andkcontν (s) is the continuum
absorption coefficient. Line widthw consists of collisional broadening widthwcol and Doppler
broadening widthwdop. wcol is described using air-broadening coefficientγair as

wcol= γair(T )P (1−xVMR)+γself(T )PxVMR , (2)

whereP is the pressure,xVMR is VMR andγself is the self-broadening coefficient. The self-
broadening effect forClO is much smaller than the air-broadening effects sincexVMR is much
smaller than 1 (forClO, the VMR is of order10−9). Eq. (2) therefore reduces toγair(T )P . γair
depends on the temperatureT with factornair written as

γair(T )= γair(T0)

(
T

T0

)−nair

(T0=296K) . (3)

The line-by-line calculation was performed using the dedicated spectroscopic database for
SMILES observations. The lines included in the SMILES spectroscopic database were selected
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according to the line selection algorithm (Sato, 2010; Baron et al., 2011) from the lines listed
in the JPL spectroscopic catalog (Pickett et al., 1998) and the HITRAN 2008 catalog (Rothman
et al., 2009). There were about 1200 lines in the SMILES spectroscopic database. The line
intensities and transition frequencies were adopted from the JPL catalog with some replace-
ments with recent laboratory measurements (Cazzoli and Puzzarini, 2004, H. Ozeki, personal
communication, 2010; W. G. Read, personal communication, 2011). The air-broadening coeffi-
cients,γair andnair, were taken from the HITRAN 2008 catalog and laboratory measurements
(Drouin and Gamache, 2008; Hoshina et al., 2008; Sato et al., 2010; Drouin, 2007; Markov and
Krupnov, 1995; Mizoguchi et al., 2012; Perrin et al., 2005, e.g., W. G. Read, personal commu-
nication, 2011). TheClO spectroscopic parameters relevant to the SMILES observations are
given in Table 1. A Van Vleck and Weisskopf profile (van Vleck and Weisskopf, 1945) is used
as a line shape function at lower altitudes where the Doppler broadening width was less than
1/40th of the collisional broadening width, and a Voigt profile (Schreier and Kohlert, 2008) was
used at higher altitudes. The continuum absorption coefficients of humid and dry air are based
on atmospheric opacity measurements made by Pardo et al. (2001). The dry-air continuum
model was multiplied by 1.2 to be more consistent with theoretical estimates (e.g., Boissoles
et al., 2003).

We estimated the error in theClO VMR retrievals due to uncertainties in line intensity and the
γair andnair of theClO lines. The typical uncertainties given in Table 1 were used in this error
analysis, i.e., 1 %, 3 % and 10 % for line intensity (Pickett et al., 1998),γair andnair (Oh and
Cohen, 1994, W. G. Read, personal communication, 2011), respectively. As a representative of
the effect of other molecular transitions, the effect ofγair of the strongO3 line at 650.732 GHz
was evaluated. The wing of thisO3 line contributes largely to the baseline of the band C
spectrum. We adopted theγair of O3 of 3.01 MHz Torr−1 measured by Drouin and Gamache
(2008). An error in theClO VMR due to 3 % uncertainty was estimated. We also estimated the
error forClO retrieval due to 20 % uncertainty in the dry-air continuum model.

Temperature and pressure for the radiative transfer calculation were taken from the Goddard
Earth Observing System Model, Version 5.2 (GEOS-5) (Rienecker et al., 2008) and Mass Spec-
trometer and Incoherent Scatter (MSIS) climatology (Hedin, 1991) for the altitude region from
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the surface to 70 km for the former and that from 70 to 110 km for the latter. The uncertain-
ties in the temperature profile have been conservatively estimated according to a comparison
of temperatures measured from Aura/MLS and GEOS-5 (Schwartz et al., 2008); i.e., 3, 10,
30 and 50 K for the troposphere (below 11 km), the stratosphere (11–59 km), the mesosphere
(59–96 km) and the thermosphere (above 96 km). The uncertainties in the pressure profile were
conservatively set as constant percentages of 10 % for all altitudes.

2.1.2 Instrument functions

Uncertainty in instrumental parts of forward model

Here, we describe key instrument functions of SMILES such as the antenna beam pattern, the
separation ratio of the sideband separator (SBS) and the filter response function of each channel
in the spectrometer. Figure 2 shows the signal flow in the SMILES system. Further details
on the SMILES instruments are described by Kikuchi et al. (2010); Masuko et al. (2002) and
Ochiai et al. (2012c).

As the optical path of SMILES is well designed to minimize standing waves (the spectral
ripple is as small as 0.09 % of the input brightness temperature, Ochiai et al., 2012c), their
effects were negligible in this error analysis.

The aperture size of the offset-Cassegrain antenna (ANT) is400mm× 200mm (Manabe
et al., 2012). Its vertical beam size is 0.09◦, in terms of the full width at half maximum
(FWHM), and the field-of-view is around 3.2–4.0 km at tangent heights ranging from 10 to
60 km in the condition of the ISS height ranging from 333 to 370 km. RadianceIANT

ν at fre-
quencyν received by a boresight solid angle of ANT is given by

IANT
ν =

∫
Ω0

Iν(Ω)R
ANT
ν (Ω)dΩ , (4)

whereIν(Ω) is the radiance for directionΩ, RANT
ν is the normalized antenna beam pattern

andΩ0 is the boresight solid angle, defined in Level-1 processing as the angular range within
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±4.2◦ from the boresight direction. The Level-1 brightness temperature does not include the ra-
diance coming from outsideΩ0, which is estimated and subtracted from the total radiance in the
Level-1 processing; more details on related uncertainties are provided below. The SMILES in-
struments periodically scan the atmosphere with a stepping rate of 12 Hz and an angular step of
0.009375◦ (0.3–0.4 km). The atmospheric limb emissions during six steps in 0.5 s are accumu-
lated to generate a spectrum at one tangent height. The forward model in the L2r v2.1.5 synthe-
sizes a spectrum at one tangent height usingRANT

ν without adjustments for antenna movements
over six scan steps. The errors inClO retrieval due to the omission of adjustments and uncer-
tainty in the beam size were calculated. The beam-size uncertainty used in error analysis was
2 %, which was conservatively estimated from measurement error in the pre-launch test of the
antenna beam pattern.

The tangent height is geometrically measured from the antenna elevation angle and the ISS
attitude. Bias in the measured tangent height is retrieved in the L2r retrieval analysis. Random
uncertainty is due to measurement error of the ISS attitude, and was estimated to be about
0.001◦ (Ochiai et al., 2012b). It corresponds to 40 m in tangent height and 0.5 % in brightness
temperature, which is much smaller than the total random error discussed later. Therefore the
error due to uncertainty in tangent height is not taken into account in this paper.

The upper sideband (USB) and the lower sideband (LSB) are separated using SBS and fed to
the SIS mixers for USB and LSB, respectively. The SBS configuration is described in (Manabe
et al., 2003). The radiance input to the USB mixer (IUMIX

νIF
) can be expressed using the radiances

in the USB (IANT
νUSB

) and LSB (IANT
νLSB

) received by ANT as

IUMIX
νIF

=βUSB
νIF

IANT
νUSB

+
(
1−βUSB

νIF

)
IANT
νLSB

, (5)

νIF= νUSB−νLO= νLO−νLSB , (6)

whereβUSB
νIF

is the ratio of contribution ofIANT
νUSB

andνLO is the frequency of the local oscillator
at 637.32 GHz. Ochiai et al. (2008) describes the details onβUSB

νIF
. βUSB

νIF
ranges between 0.98

and 0.99 but it is assumed to be one to reduce the calculation time in the retrieval processing of
L2r v2.1.5. We calculated the errors inClO retrieval due to this assumption and uncertainty in
theβUSB

νIF
of ±3dB.
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Two acousto-optical spectrometers (AOSs), called UNIT 1 and UNIT 2, were used for spec-
tral detection. The response functions of the AOS were measured in orbit (Mizobuchi et al.,
2012). UNIT 1 of the AOS was used forClO observations. TheClO transitions at 649.445
and 649.451 GHz are typically located around AOS channel number 535; the related full width
at half maximum (FWHM) of the response function is about 1.06 MHz. The uncertainty in
FWHM was conservatively estimated to be 10 %.

Uncertainty in calibration

Level-1b (L1b) version 007 data were used for processing L2r v2.1.5. Here, we provide a brief
overview of the calibration procedure in L1b version 007. After this, we will represent radiance
I with brightness temperatureT .

The brightness temperature averaged overΩ0 with a weight ofRANT is denoted asTANT.
Total brightness temperatureTMR received by ANT at the point of the main reflector (MR) is
expressed as

TMR= ηmainTANT+ηspaceTB(Tspace)+ηearthTB(Tearth)+ηbodyTB(Tbody) , (7)

whereηmain is the main beam efficiency in the solid angle region defined byΩ0. ηspace, ηearth
and ηbody correspond to fractions of the antenna beam pattern integrated over the solid an-
gles which are directed toward space, Earth and the SMILES structural body, respectively, and
Tspace, Tearth andTbody are the temperatures of space, the Earth and the SMILES structural
body, respectively.TB(T ) represents the brightness temperature of a black body at temperature
T . The main beam efficiencyηmain is 0.975 in L1b version 007. We conservatively estimated
the uncertainty inηmain as 2 %.

The fractional contributions of space, the Earth and the SMILES structural body (ηspace,
ηearth andηbody, respectively) are geometrically calculated as

ηspace=0.084(1−ηmain) ,

ηearth=0.060(1−ηmain) , (8)

ηbody =0.856(1−ηmain) ,
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for limb observation, and

ηspace=0.140(1−ηmain) ,

ηearth=0.004(1−ηmain) , (9)

ηbody =0.856(1−ηmain) ,

for the cold-reference measurements (cosmic microwave background). We assume in the L1b
version 007 processing thatTB(Tspace) is substantially 0 K,Tearth is 255 K, andTbody is the
measured physical temperature of the antenna structure.Tearth has the largest variations for
Tspace, Tearth andTbody. We investigated errors due to uncertainties in theTearth of 20 K,
which represents typical variations in the Earth’s actual atmosphere.

The Joule mirror losses were taken into account. The brightness temperature due to loss
of the main reflector (MR), sub-reflector (SR) and tertiary reflector (TR) were not calibrated
by comparison with the reference brightness temperature from the calibration hot load (CHL),
which was measured every 53 s by inserting a switching mirror (SWM) in the beam between
the tertiary and fourth mirrors. Brightness temperatureT atm

TR of the beam between the tertiary
and fourth mirrors for atmospheric measurements is expressed as

T atm
TR =µMRµSRµTRTMR+(1−µMRµSRµTR)TB(Tmirror) , (10)

whereµMR, µSR andµTR are the transmission coefficients of MR, SR and TR, respectively,
andTmirror is the temperature of the reflectors. These three reflectors are assumed to have the
same temperatureTmirror, because the mirrors are made from highly thermal conducted material
(aluminum alloy) (Manabe et al., 2012). The scattering and spillover losses at these reflectors
are counted in the efficiencyηbody and not inµMR, µSR or µTM. Brightness temperatureT hot

TR

of the beam for the hot-reference brightness temperature at TR is

T hot
TR =µSWM{µCHLTB(TCHL)+(1−µCHL)TRX}+(1−µSWM)TB(Tmirror) , (11)

whereµSWM is the transmission coefficient of SWM,µCHL is one minus the return loss of CHL,
TCHL is the temperature of CHL andTRX is the brightness temperature arriving from CHL to
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the receiver. The coefficientsµMR,µSR,µTR andµSWM are 0.9955, 0.9958, 0.9956 and 0.9959,
respectively, which were estimated from laboratory reflection measurements of materials that
have identical surfaces as the reflectors. The uncertainties in these coefficients were estimated
to be 0.1 %. The power reflection coefficient of CHL is negligibly small (less than−60dB) and
µCHL is assumed to be one.

The receiver output, i.e., the quantized output from AOS, deviates from a linear relation to the
input brightness temperature because of the gain nonlinearity of the receiver and spectrometer
components. OutputVν from AOS at the channel corresponding to frequencyν is given by

Vν =Gν(1−αV̄ −α′Vν)pν+V0 , (12)

whereGν is the total system gain,̄V is the average ofVν over all spectrometer channels,V0

is the offset of AOS output, andpν is the total input power to the receiver.̄V was assumed to
be 12 000 and 22 500 for the cold and hot references, respectively, in this error analysis. Input
powerpν is proportional to the sum ofTANT and system noise temperatureTsys; Tsys includes
system noise, the brightness coming from directionΩ0 and emissions from lossy reflectors.
Coefficientsα andα′ represent receiver gain nonlinearity (Ochiai et al., 2012a).α is 1.884×
10−6 and was measured in the pre-launch test. We callα a “gain-compression parameter”. We
conservatively estimated the uncertainty inα as 20 % including the error from signals outside
the spectrometer passbands. Termα′Vν does not have large effects onClO retrieval compared
with termαV̄ and was ignored in this error analysis.

Level-1 processing produces brightness temperature spectrumyobs, which is the estimation
of TANT usingVν for atmospheric limb-observation, the cold (space) and hot (CHL) references.
These cold and hot references are measured every 53 s (Ochiai et al., 2008).

2.2 Inversion analysis

We employed the Optimal Estimation Method (Rodgers, 2000) for retrieval analysis in L2r
version 2.1.5 (Baron et al., 2011). The method leads to the maximum a posteriori solution,
which minimizes the value ofχ2:

χ2= [yobs−F(x,b)]TS−1
y [yobs−F(x,b)]+(x−xa)

TS−1
a (x−xa), (13)
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whereF is the forward model,x is a vector of the atmospheric true state, andb is a vector of
the parameters used inF . Sy is the covariance matrix for spectrum noiseϵy, xa is an a priori
state ofx andSa is the covariance matrix for the natural variability ofx. We useSy andSa as
tuning parameters to obtain a stable retrieval.

Sy[i,j] = ϵ2yδi,j , ϵy =0.5K , (14)

whereδi,j is a Kronecker delta.

Sa[i,j] = ϵa[i]ϵa[j]exp[−
|z[i]−z[j]|

zc
] , (15)

ϵa[i] = ϵ1xa[i]+ϵ2 , (ϵ1,ϵ2)= (0.5,2.0×10−10) (16)

wherezc is a correlation length that constrains the vertical continuity in the retrieved profile,
and is set to 6 km.

A vertical VMR profile ofClO is retrieved using each scan of the band C spectrum with
a reduced frequency window of649.4± 0.2GHz. TheClO a priori profile is the same as
that for Odin/SMR, which is based on UARS/MLS climatology. The weighting functions, see
Eq. (22), are calculated at altitudes from 16 to 43 km with 3-km intervals, from 43 to 55 km
with 4-km intervals and from 55 to 95 km with 5-km intervals. We use measurements whose
tangent heights range from 15 to 90 km. The accompanying retrieval parameters are a second-
order polynomial baseline, an offset of the AOS frequency and a line-of-sight elevation angle
for each scan. In addition, the VMR ofH2O is also set as a variable with the intention of
improving the fit of the baseline. Temperature and pressure profiles are not retrieved.

2.3 Method of error calculation

The total errorEtotal is given by

Etotal[i] =
√

E2
noise[i]+E2

smooth[i]+E2
param[i]+E2

calib[i] , (17)
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whereEnoise is the error due to spectrum noise,Esmooth is the smoothing error,Eparam is
the error due to uncertainty in the model parameters andEcalib is the error due to inaccuracy
in the spectrum calibration. We conservatively estimated the uncertainties for each error source
described in Sects. 2.1 and 2.2. We took the root-sum-square values for the estimation of total
systematic error since we considered as many (16) error sources as possible and most of the
error sources were conservatively estimated.

We assumed that the true state is identical to the a priori statexa, and synthesized reference
spectrumyref usingxa. Inversion calculation was performed usingyref . We used retrieved
statexref (not xa) as a reference profile for error analysis as this removed the characteristics
included in the retrieval algorithm itself.

xref = I(yref ,b0) , (18)

whereI is the inversion function andb0 is a vector of model parameters. The reference profile
is shown in Fig. 3 with the difference inxa andxref . This figure also shows measurement
responsem and averaging kernelA. The details onm have been explained by Baron et al.
(2002) and we simplified these as

m[i] =
∑
j

|A[i,j]| (19)

A=
∂x̂

∂x
=DK (20)

D=
∂x̂

∂y
=
(
KTS−1

y K+S−1
a

)−1
KTS−1

y (21)

K =
∂y

∂x
(22)

Weighting functionK is analytically calculated, andm, A and contribution functionD are
consecutively given usingK (Urban et al., 2004). The typical vertical resolutions of L2r ver-
sion 2.1.5 are about 3–5 km and 5–8 km for altitude regions of 30–50 km and 50–70 km, respec-
tively.

13



2.3.1 Retrieval error

Retrieval error consists of error due to spectrum statistical noiseEnoise and smoothing error
Esmooth.

Snoise=DSyD
T ,

Enoise[i] =
√

Snoise[i,i] , (23)

whereSnoise is the error covariance matrix for measurement noise.

Ssmooth=(A−U)Sa(A−U)T ,

Esmooth[i] =
√
Ssmooth[i,i] , (24)

whereSsmooth is the error covariance matrix for an error derived fromSa andU is the unit
matrix. Note thatEsmooth has both aspects for being included in random error (Erandom) and
systematic error (Esystematic). The random aspect inEsmooth results from applying infinite
vertical grids of retrieved statêx to true statex and the systematic aspect is arises fromx̂ toxa

where measurement responsem is low. We focus on the data of L2r version 2.1.5 that satisfies
m> 0.8 in this paper, whereEsmooth becomes more random than systematic. We categorize
Esmooth asErandom in the following study.

2.3.2 Uncertainty in model parameters

Errors due to uncertainties in the spectroscopic parameters, instrument functions and atmo-
spheric profiles of temperature and pressure are categorized intoEparam. Eparam is calculated
as

Eparam= I(yref ,b0+∆b)−I(yref ,b0) , (25)

whereyref represents the reference spectrum andb0 is a vector of model parameters.
We took into account the vertical correlation for the error calculations of the uncertainties

in the atmospheric temperature and the pressure profile. We calculated theClO errors due
14



to the temperature and pressure profile employing singular value decomposition as follows.
The model parameterb0 has correlated uncertainty∆b. b0 is represented with respect to the
eigenfunctions of covariance matrixSb to obtain a representation ofb0 with uncorrelated com-
ponents, called̄b0, using orthogonal matrixB (BBT =U).

b0=Bb̄0 , b̄0=BTb0 . (26)

The covariance matrix of̄b0 (Sb̄) is a diagonal matrix and composed of the eigenvalues ofSb.
Sb̄ is expressed usingSb andB as

Sb̄=BTSbB (27)

The covariance matrix of temperature uncertainties is expressed as

Sb[i,j] = ϵT [i]ϵT [j]exp

{
−(z[i]−z[j])2

2z2c

}
, (28)

whereϵT [i] is the temperature uncertainty atith altitudez[i] andzc is the correlation height of
6 km. Sb̄ andB are computed fromSb using numerical linear algebra packages.ClO VMR
errorεparami due to uncertainty at theith altitude level is given by

εparam
i= I

(
yref ,b0+

√
Sb̄[i,i]B

i
)
−I

(
yref ,b0

)
, (29)

whereBi is thei-th row vector ofB. All εparami values are added by taking the root-sum-
square.

Eparam[i] =

√∑
j

εparamj [i]2 . (30)

2.3.3 Calibration inaccuracy

Errors due to inaccuracies in spectrum calibrationEcalib are calculated as

Ecalib=D∆y , (31)
15



where∆y is the difference between the value using the calibration parameter from L1b pro-
cessing and that with the added uncertainty.

3 Results of error analysis

Error analysis was carried out for all possible error sources listed in Table 2. We will separately
discuss the results obtained from error analysis for the random errorErandom and the systematic
errorEsystematic. Erandom can be decreased by averaging several profiles; on the other hand,
Esystematic is independent of the time and location of the measurements and remains constant.
Erandom consists ofEnoise, Esmooth andEparam due to temperature and pressure profiles.
Esystematic consists ofEparam due to uncertainties in spectroscopic parameters, SMILES in-
strument functions andEcalib. The total error for averagingN profiles is given by

Etotal(N)[i] =

√
E2

systematic[i]+
E2

random(1)[i]

N
, (32)

whereErandom(1) is the random error for a single scan observation.

3.1 Random error

Figure 4 shows the error budgets forErandom, i.e.,Enoise, Esmooth andEparam for the tem-
perature and pressure profiles. This paper presents both the absolute VMR error (left) and the
relative error (right) for all results in the error calculations. The relative error is calculated as
the absolute VMR error divided byxref . Enoise andEsmooth are less than 20 % at pressures
between 0.6 and 20 hPa whereClO VMR is enhanced. The errors inClO retrieval due to
uncertainties in the atmospheric temperature and pressure profiles were calculated employing
singular value decomposition (Eq. 30). The errors due to the temperature profile were within
5 % at pressures between 0.2 and 20 hPa and increased at pressures larger than 10 hPa, even
though there were smaller uncertainties at these lower altitudes. The errors due to the pres-
sure profile increase to more than 50 % at pressures larger than 2 hPa were almost constant at
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10 %–20 % at pressures smaller than 2 hPa. The temperature and pressure profiles are related to
several other parameters such asγair andnair, which increased the contribution of uncertainties
in temperature and pressure profiles toClO retrieval.

The total random error is given by the root-sum-square of retrieval errors and errors due to
temperature and pressure profiles. At pressures smaller than 0.1 hPa, the retrieval errors are
dominant andErandom increases from 50 to 200 pptv (>100%). Erandom is about 30–50 pptv
at pressures larger than 0.1 hPa. The pressure profile makes the largest contribution to random
error in the stratosphere.

3.2 Systematic error

3.2.1 Error due to uncertainty in spectroscopic parameters

Figure 5 shows the error budgets for the spectroscopic parameters. The bold black line repre-
sents the total error calculated as the root-sum-square values for the spectroscopic parameters
we investigated. The total error is around 4 % at pressures smaller than 0.05 hPa. The largest
contribution comes from the uncertainty inγair for those from the spectroscopic parameters.
The error due to 3 % uncertainty inγair is about 5 % for all pressures and the maximum is
27 pptv (8 %) at 1 hPa. We can see that the sign of VMR difference reverses at around 7 hPa.
When theγair value is larger, the intensity around the center of the line of the synthesized spec-
trum is lower while the intensities in the wings are higher. The VMR at larger pressures is
retrieved from the wings of theClO lines, whereas that at smaller pressures is derived from
the center of the line. The rate of contribution from the center of the line versus the contribu-
tion from the wings increases with altitude. Therefore, a smaller VMR is retrieved at larger
pressures and larger VMR is retrieved at smaller pressures, by using a larger value ofγair.

The error fromnair follows that fromγair. The vertical trends in the errors fromγair and
nair are similar. According to the definition of Eq. (3), increasingnair increasesγair in an
atmosphere whose temperature is lower than 296 K. Such temperature conditions are satisfied at
most altitudes observed by SMILES. The uncertainty in line intensity almost straightforwardly
propagates to error inClO VMR at pressures smaller than 50 hPa, but with an opposite sign;
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i.e.,+1% uncertainty in line intensity results in about−1% relative error. The error from the
dry-air continuum model increased to more than 10 % at pressures larger than 10 hPa. The
continuum model affects baseline correction in retrieval particularly at larger pressures. The
spectral line shape ofClO broadens as pressure increases, which makes it more difficult to
distinguishClO and baseline signals. The error due to uncertainty in theγair of the ozone line
at 650.732 GHz is negligibly small.

3.2.2 Error due to uncertainty in instrument functions

Uncertainty in instrument-related parts of forward model

Figure 6 shows the error budgets for the instrument functions in the forward model; i.e., antenna
beam patterns and the characteristics of SBS and AOS response functions. The bold black line
represents the total error calculated as the root-sum-square value of the errors from the three
instrument functions. The total error is less than 4 % at pressures between 0.1 and 10 hPa. The
dominant factor is the AOS response function at pressures smaller than 0.3 hPa.ClO retrieval
at smaller pressures is more sensitive to the AOS response function since the spectral line width
becomes comparable to or smaller than the width of the AOS response function.

The error from ANT is the largest of the instrument functions between 0.6 and 10 hPa. We
individually calculated the errors due to the 2 % uncertainty in the beam size and the lack of
adjustment of antenna movements during data integration time for a spectrum at one tangent
height. The error from ANT plotted in Fig. 6 is the root-sum-square value of these errors. It
seems that the error from ANT is oscillated between 3 and 1 hPa, although the amplitude is
small of about 6 pptv. The error from SBS is the root-sum-square value of errors due to±3dB
uncertainty inβUSB, assumingβUSB =1 in L2r retrieval processing. The error from SBS has
the smallest contribution of the three instruments.
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Uncertainty in spectrum calibration

Figure 7 shows the error budgets due to uncertainties in calibration parameters, i.e., gain-
compression parameterα, main beam efficiencyηmain, Joule loss of mirrorsµ and the tem-
perature of the EarthTearth. The total error is given by the root-sum-square of errors due to
uncertainties in these calibration parameters and it is about 1 % between 0.01 and 20 hPa. The
error fromα is the largest and is followed by that fromηmain. The error fromµ is given by the
root-sum-square of the individually calculated errors in the 0.1 % uncertainties in Joule losses
of MR, SR, TR and SWM. The errors fromµ andTearth are negligible.

We calculated the effect by taking into account nonlinearity between AOS outputV and
brightness temperatureT , which is indicated by the cyan line in Fig. 7 labeled “Non Lin.”.
Note that it is not included in the total error of theClO retrieval in this error analysis. It makes
a contribution as large as approximately 5 % relative error, which is about five times that of
the total error from uncertainty in the calibration parameters. This clearly indicates that it is
essential to carefully consider nonlinearity betweenV andT in spectrum calibration.

3.2.3 Summary of systematic error

Figure 8 showsEsystematic and its main components such as errors due to uncertainties in the
γair andnair of ClO transition, the width of the AOS response function andα. Esystematic is
smaller than 10 pptv at all pressures except for around 1 hPa, whereClO VMR is increased.
Uncertainties inγair andnair are dominant in regions of pressure larger than 0.1 hPa. The
error from the AOS response function is the largest followed by that fromγair at pressures
less than 0.1 hPa. The gain-compression parameter (α) has the largest of among the calibration
parameters, but the error fromα is smaller than the other errors in Fig. 8.

There is a peak at about 2 hPa (40 km) in VMR error. This may be because of the assumed
ClO VMR profile, i.e., a priori profilexa, which has VMR maximum at 40 km. The errors
due to uncertainties inγair andnair, which are large error sources inEsystematic, depend on the
retrieved VMR value. The value ofxa decreases rapidly at pressures less than 2 hPa (40 km)
and the peak of relative error located at about 1 hPa (45 km).
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Overall, the error due toγair makes the largest contribution toEsystematic. The uncertainties
in laboratory measurements ofγair are difficult to reduce because of experimental systematic
errors such as errors in the measurement of pressure, the difficulty of maintaining stable temper-
ature conditions during measurements (Sato et al., 2010), and contamination with undesirable
species (Oh and Cohen, 1994), for example. Moreover, no theoretical prediction ofγair has yet
been completely established. We concluded that the uncertainty inγair was one of the largest
error sources inClO retrieval.

3.3 Total error

Figure 9 showsErandom, Esystematic andEtotal for a single-scan observation and the averaging
of N(= 100,500) profiles.Erandom is larger thanEsystematic for a single-scan observation, and
is dominant inEtotal at all pressures. Averaging 100 profiles,Erandom(100) is less than 10 pptv
(10 %) at pressures larger than 0.2 hPa.Esystematic is dominant inEtotal(100) in this region.
Erandom(100) is still as large as 10–20 pptv in pressure regions smaller than 0.2 hPa. When 500
profiles are averaged,Erandom(500) is less than 10 pptv (20 %) at all pressures.

We compared the errors in theClO VMR observed by SMILES L2r (v2.1.5) estimated in
this work, those in UARS/MLS (v5) by Livesey et al. (2003), those in Aura/MLS (v3-3) by
Livesey et al. (2011), and those in Odin/SMR (Chalmers v2.1) by Urban et al. (2006). The
systematic errors, random errors (1−σ) for a single scan observation and vertical resolutions at
0.5, 2 and 10 hPa are summarized in Table 3. The systematic errors with SMILES, UARS/MLS
and Aura/MLS are of the same order 10–50 pptv. The random errors with SMILES are about
a tenth of those with the other instruments because of the low-noise spectra observed using
the SIS mixers. The vertical resolution of SMILES is comparable to those of Aura/MLS and
Odin/SMR.
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4 ClO diurnal variations

4.1 Evaluation of SMILES ClO diurnal variations

Figure 10 shows the diurnal variations in SMILES zonal meanClO for mid-latitude (40◦ N–
50◦ N) and equatorial (5◦ S–5◦ N) regions at pressures of 10 hPa (30 km), 4.6 hPa (35 km),
2.1 hPa (41 km), 1 hPa (47 km), 0.46 hPa (53 km) and 0.18 hPa (60 km). Two months of data
from SMILES observations were averaged from January–February in 2010. The criteria for
data selection were measurement response>0.8 (Eq. 19) andχ2 < 1 (Eq. 13). The numbers
of SMILES profiles averaged for each 1 h local time bin were 43–299 and 6–339 for the mid-
latitude region and the equatorial region, respectively. The UARS/MLS observations (Ricaud
et al., 2000) are compared with the SMILES observations in Fig. 10. The UARS/MLSClO
data for February at mid-latitude were averaged over seven years (from 1991 to 1997). Arbi-
trary offsets were respectively added as 100, 200, 400, 200 and 100 pptv at 0.46, 1, 2.1, 4.6 and
10 hPa to the UARS/MLSClO observations. The vertical error bars represent1−σ standard
deviations for both SMILES and UARS/MLS.

The night-timeClO VMR values are near zero from 00:00–06:00 (a.m.) in the middle strato-
sphere such as those at 10 hPa (about 30 km) and 4.6 hPa (35 km). The standard deviations in
these time and pressure regions present internal error in the SMILESClO observations, and
not natural variations. The standard deviations are about 20–30 pptv and consistent with the
random error of 30 pptv estimated in this error analysis. This indicates that the error analysis
results are realistic.

The amplitudes of the observedClO diurnal variations of 100–300 pptv are significantly
larger than the random error of 30 pptv for 100 averaged profiles and the systematic error for
SMILES of 10–30 pptv at all pressures.

Moreover, the behaviors of diurnal variations in theClO VMR for the stratosphere deduced
from SMILES and UARS/MLS observations gave a good agreement within their1−σ standard
deviations as plotted in Fig. 10, although the artificial bias was added to the UARS/MLS data.
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4.2 Global ClO diurnal variations

Global diurnal variations ofClO are shown in Fig. 11 as a function of the solar zenith angle
(SZA) over the SMILES observation period from 12 October 2009 to 21 April 2010 in the
stratosphere and mesosphere for the zonal means of 40◦ S–20◦ S, 20◦ S–20◦ N, 20◦ N–50◦ N
and 50◦ N–65◦ N. Note that we define SZA with a range of−180◦ to +180◦ in this paper. A
negative SZA is used for the a.m. condition and a positive one is for p.m.. There were no
SMILES ClO observations in December 2009 because only bands A and B were used that
month. The contour intervals in Fig. 11 are 25 pptv, which is the total error estimated for an
average of 100 profiles. In Fig. 11, each SZA bin of 10◦ was calculated by averaging more
than 100 profiles except for the bins where there were fewer observations because of the orbit
of SMILES. TheClO features observed by SMILES shown in Fig. 11 are significant. The orbit
for SMILES observation did not provide homogeneous coverage in terms of SZA and location,
as indicated by the top panels of Fig. 11.

ClO VMR in the stratosphere was enhanced during the day and fell to near zero at night. This
is consistent with the diurnal variations inClO VMR observed by UARS/MLS (Fig. 10). VMR
in the afternoon was larger than that in the morning. The lower stratosphericClO enhancement
was strongest in the polar region and faded toward the equatorial region.

It seems that stratospheric (around 40 km)ClO decreases as a dent nearSZA= 0◦, we can
most clearly see it in the panel for 40◦ S–20◦ S from January–February. The dent structure is
also observed at latitudes and seasons of 40◦ S–20◦ S from March–April, 20◦ S–20◦ N from
January–February and March–April, and 20◦ N–50◦ N from March–April. Since there are only
a few data nearSZA= 0◦ and these are concentrated at the specific narrow latitude ranges
shown in the top of Fig. 11, further careful analysis is required to understand what the causes
of this apparent dent structure were. One possible interpretation of the dent structure can be
suggested via a coupling ofClO abundance with the diurnal behaviors of atomicO radicals and
O3. The amount of stratosphericClO is controlled by the following reactions during day-time.

ClO+O→Cl+O2 (R1)

Cl+O3→ClO+O2 (R2)
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There is a peak amount ofO VMR nearSZA= 0◦ in the stratosphere (M. Khosravi, private
communication, 2010). TheClO dent structure is made if[O]/[O3]≫ 1 is satisfied nearSZA=
0◦.

TheClO VMR values in the mesosphere are enhanced during the night. This feature has been
predicted by several models and precisely observed for the first time by SMILES. An event with
a higher mesosphericClO VMR is observed around 70 km in the near-polar region of 50◦ N–
65◦ N at night-time (SZA=±130◦) as shown in Fig. 11. The “ClO mesospheric enhancement”
that is located close to the tertiaryO3 maximum (Marsh and Smith, 1995) seems to start from
October–November 2009 and fades from March–April 2010.ClO is enhanced through the
reaction R2 because of theO3 enhancement. The amplitude of theClO enhancement is about
100 pptv and it is calculated with averaging more than 100 profiles in an SZA bins of 10◦. The
total error at 70–80 km is estimated to be 20–30 pptv by the error analysis, which is three times
smaller than the amplitude of theClO enhancement. Therefore the observedClO enhancement
at 70–80 km is significant.

5 Conclusions

SMILES observed stratospheric and mesosphericClO at latitudes between 38◦ S–65◦ N. We
quantitatively investigated the error in theClO L2r product version 2.1.5 including errors due
to spectrum noise, smoothing, uncertainties in the radiative transfer calculations and instrument
functions and inaccuracy in the spectrum calibrations. The total error for a single-scan observa-
tion was less than about 50 pptv at pressures between 0.1 and 60 hPa. The total error decreased
to 10–30 pptv (about 10 %) at pressures between 0.01 hPa (about 80 km) and 100 hPa (about
16 km) with the averaging of 100–500 profiles. The largest effect on systematic error was from
the air-broadening coefficient,γair, which contributes up to 8 % to the total systematic error of
10 % at a pressure of 2 hPa (about 42 km).

We have presented SMILES globalClO diurnal variations in the stratosphere and meso-
sphere. The diurnal variations of stratosphericClO showed good agreement with those of
UARS/MLS. The behavior of the diurnal variation inClO is consistent with known diurnal
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chemistry. The global diurnal variations ofClO from the stratopause well into the mesosphere,
to altitudes of more than 70 km, were obtained for the first time by using SMILES observations.
Night-time enhancement ofClO at a pressure of 0.02 hPa (about 70 km) was detected at high
northern latitudes from January–February 2010. The quantitative error analysis provided here
indicated that theseClO features were atmospheric in nature.
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Table 1. Spectroscopic parameters ofClO lines observed by SMILES. The numbers in parentheses
represent uncertainty. Intensity is represented by a base-10 logarithm. The quantum numbers are rep-
resented byJ , Ω, Σ, Λ andF for the total angular momentum, projection ofJ on the molecular axis
(z-axis), projection of total electron spin momentum on the z-axis, projection of total orbit momentum
on the z-axis and real total angular momentum including nuclear spin mom entumI =3/2 (Ω=Σ+Λ,
F = J+I).

Frequencya Intensitya γb
air nb

air Quantum numbers (upper state)a Quantum numbers (lower state)a

(GHz) (MHz nm2) (MHz Torr−1) (–) J ′ Ω′ Σ′ Λ′ F ′ J ′′ Ω′′ Σ′′ Λ′′ F ′′

649.44504 −1.9671 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2−1 19 33/2 3/2 1/2 +1 18
649.44504 −1.9920 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2−1 18 33/2 3/2 1/2 +1 17
649.44504 −2.0170 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2−1 17 33/2 3/2 1/2 +1 16
649.44504 −2.0420 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2−1 16 33/2 3/2 1/2 +1 15

649.45117 −1.9671 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2+1 19 33/2 3/2 1/2 −1 18
649.45117 −1.9920 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2+1 18 33/2 3/2 1/2 −1 17
649.45117 −2.0170 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2+1 17 33/2 3/2 1/2 −1 16
649.45117 −2.0420 (<1%) 2.86 (3 %) 0.77 (10 %) 35/2 3/2 1/2+1 16 33/2 3/2 1/2 −1 15

a The JPL catalog version 3 Pickett et al. (1998).
b W. G. Read, personal communication, 2011.
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Table 2. Summary of error sources for single-scan observation.
Systematic (S) Error Uncertainty in Error at Calculation
or Random (R) source error source 2.5 hPa (pptv) method

R Spectrum noise ϵy
1 14 Eq. (23)

R Smoothing error ϵa
2 2.9 Eq. (24)

R Temperature profile footnote3 9.2 Eq.( 25)
R Pressure profile 10 % 20 Eq. (25)

S Line intensity4 1 % 6.3 Eq. (25)
S γair (Air-broadening coefficient)4 3 % 17 Eq. (25)
S nair (Temperature dependence ofγair)4 10 % 15 Eq. (25)
S γair of theO3 line at 650.732 GHz 3 % 0.022 Eq. (25)

S Dry-air continuum 20 % 3.5 Eq. (25)
S Antenna beam pattern footnote5 3.8 Eq. (25)
S SBS characteristics footnote6 0.13 Eq. (25)
S AOS response function 10 % in FWHM 0.24 Eq. (25)

S Gain-compression parameterα 20 % 6.2 Eq. (31)
S Main beam efficiencyηmain 2 % 1.9 Eq. (31)
S Joule loss of mirrorsµ 0.1 % 0.042 Eq. (31)
S Temperature of earthTearth 20 K 0.010 Eq. (31)

1 Given by Eq. (14).
2 Given by Eq. (16).

3 3 K in the troposphere, 10 K in the stratosphere, 30 K in the mesosphere and 50 K in the thermosphere.
4 Of theClO lines at 649.445 and 649.451 GHz.

5 2 % uncertainty in FWHM ofRANT and no adjustment of six steps at one tangent height.
6 AssumingβUSB =1 and±3dB in βUSB.
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Table 3. Summary of errors (1−σ) for single-scan observation ofClO products observed by SMILES,
UARS/MLS, Aura/MLS and Odin/SMR. Systematic error (SE), random error (RE) and vertical resolu-
tion (VR) for these instruments are listed.

SMILES L2r (v2.1.5)1 UARS/MLS (v5)2 Aura/MLS (v3-3)3 Odin/SMR (Chalmers v2.1)4

Pressure SE RE VR SE RE VR SE RE VR SE RE VR
(Altitude) (pptv) (pptv) (km) (pptv) (pptv) (km) (pptv) (pptv) (km) (pptv) (pptv) (km)

0.5 hPa (50 km) 10 30 5.5 − − − − − − ≤100 ≤150 2.5–3
2 hPa (40 km) 30 40 4 60 400 6 25 100 3.5–4.5≤100 ≤150 2.5–3
10 hPa (30 km) 10 30 4 30 400 4 20 100 3.5–4.5≤100 ≤150 2.5–3

1 This work.
2 See Table 9 in Livesey et al. (2003).

3 See Table 3.5.1 in Livesey et al. (2011).
4 See Table 1 in Urban et al. (2006).
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Fig. 1. Band C spectrum observed by SMILES at tangent heights of 23, 27, 33, 37, 42 and 46 km. The
frequency is calibrated by considering Doppler shift. The figure at left is a magnification of theClO
transitions at 649.445 and 649.451 GHz. The figure at right shows the full frequency region for band C.
Date: 9 November 2009. Local time: 00:22. Latitude: 57.2◦ N. Longitude: 6.4◦ E.
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Fig. 2. Schematic of SMILES payload.
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Fig. 3. Reference profilexref of ClO VMR used in error analysis. The figure at left showsxref and the
difference inxa andxref . The figure at right shows the measurement response (black solid line) and
averaging kernels.
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Fig. 4. Summary of random errors for single-scan observation. Red:Enoise. Purple:Esmooth. Green:
Error from temperature profile; 3, 10, 30 and 50 K for the troposphere (below 11 km), the stratosphere
(11–59 km), the mesosphere (59–96 km) and the thermosphere (above 96 km). Cyan: Error from pressure
profile (10 %). Blue: Total random error.
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Fig. 5. Same as Fig. 4 except for errors from spectroscopic parameters. Blue:+1% uncertainty in
line intensity, red:+3% uncertainty inγair, and green:+10% uncertainty innair of ClO transitions at
649.445 and 649.451 GHz. Purple:+3% uncertainty inγair for O3 transition at 650.732 GHz. Cyan:
+20% uncertainty in dry-air continuum. Black: Total error for the five components.
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Fig. 6. Same as Fig. 4 except for errors from instrument functions in forward model. Blue: Error
from antenna beam pattern. Red: Error from SBS. Green: 10 % uncertainty in width of AOS response
function. Black: Total error of three components.
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Fig. 7. Same as Fig. 4 except for uncertainty in calibration parameters. Blue: 20 % uncertainty in gain-
compression parameterα. Red: 2 % uncertainty in main beam efficiencyηmain. Green: Total error due
to 0.1 % uncertainties in Joule lossesµ for mirrors (MR, SR, TR and SWM). Purple: 20 K uncertainty in
temperature of EarthTearth. Black: Total error due to inaccuracy of spectrum calibration. Cyan: Error
due to non linearity being neglected between brightness temperatureT and AOS outputV .
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Fig. 8. Same as Fig. 4 except for systematic error. The total systematic error and the errors from the main
error sources are shown. Blue: 3 % uncertainty inγair. Purple: 10 % uncertainty innair. Green: 10 %
uncertainty in width of AOS response function. Cyan: 20 % uncertainty inα. Red: Total systematic
error.
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Fig. 9. Same as Fig. 4 except for total error. Total error inClO retrieval for averaging ofN profiles
(N =1, 100 and 500). Red: Systematic error. Blue: Random error when averagingN profiles. Black:
Total error when averagingN profiles.
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Fig. 10. ClO diurnal variations observed by SMILES and UARS/MLS at pressures of 0.18, 0.46, 1,
2.1, 4.6 and 10 hPa for zonal mean. Red: SMILES at 40◦ N–50◦ N. Blue: SMILES at 5◦ S–5◦ N. Gray:
UARS/MLS at 40◦ N–50◦ N. The data are averaged within a local time bin of 1 h intervals. The vertical
error bars represent1−σ standard deviations. The numbers of profiles averaged at each local time
for SMILES observations at 40◦ N–50◦ N and 5◦ S–5◦ N are indicated at the top of the left and right
panels, respectively. The vertical grids for SMILES were adjusted to the UARS/MLS grids with linear
interpolation. The SMILES data were taken for the observation period from January to February 2010,
while UARS/MLS data were taken by averaging February data for the seven years from 1991 to 1997.
The UARS/MLS data were taken from Fig. 1 in Ricaud et al. (2000). We respectively added arbitrary
offsets to UARS/MLS data of 100, 200, 400, 200 and 100 pptv at 0.46, 1, 2.1, 4.6 and 10 hPa, since
UARS/MLS data have a negative bias.
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Fig. 11. Seasonal and latitudinal variations inClO diurnal variations as a function of SZA and pres-
sure for October–November 2009, January–February 2010 and March–April 2010 and latitudes (50◦ N–
65◦ N, 20◦ N–50◦ N, 20◦ S–20◦ N and 40◦ S–20◦ S). The color contour levels are separated by 25 pptv.
The altitude is represented by the white dotted line. The number of averaged profiles in an SZA bin of
10◦ is indicated at the top of each panel. Only retrieved VMR values that satisfyχ2 < 1 andm> 0.8 are
used. The observation points in the top row are represented by dots of different colors for each month.
The numbers of scans in an SZA bin of 10◦ and a latitude bin of 10◦ are represented by bars at the top
and above and to the right. The total number of scans is given at the upper right.
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